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AN Equal-Arm Capacitance Bridge 

“By Robert F. Field 

Summary —'I’he cflfcct of a grounded shield and the Wagner ground connection upon 
the bridge arc discussed, and the substitution method for measuring the capacitance 
and resistance of condensers is described. 


T HH Tv PE ai6 Capacity Bridge is 
a shielded equal-arm bridge with 
self-contained shielded input and 
output transformers. Its circuit con¬ 
nections are shown in Figure 2 . 'Fhe 
bridge is balanced by a simultaneous 
adjustment of one of the condensers 
C4 or Csy and the resistor R which 
may be placed in series with the con¬ 
denser having the lower resistance by 
means of a two-point 
switch. For silence in 
the telephones the 
conditions of balance 
are 

^ li / . \ 

N~cr,^'RB ^ ^ 

and, since the ratio 
arms are nominally 
equal, 

^Cfi and R ,\ — Rh 

where the resistor R is included in 
either R^ or Rb^ The setting of the 
resistor R indicates the difference in 
resistance between the two condensers; 
therefore both the capacitance and re¬ 
sistance of one must be known in order 
that the capacitance and resistance of 
the other may be calculated. 

The different arms of the bridge, the 


condensers being compared, the power 
source, and the balance detector may 
all have capacitances to ground, and to 
each other. These effects render the 
simple bridge equations (1) incorrect 
because neither the currents in the two 
equal arms nor the currents in the two 
condensers need be equal to produce 
silence in the telephone receivers. There 
are tw'o general methods of minimizing 
the effects of ground 
and mutual capaci¬ 
tances, namely the 
use of the Wagner 
ground and of shield¬ 
ing. 

The simplest type 
of Wagner ground 
consists (Figure 3) 
of a resistance 
having an adjustable 
ground tap. By connecting a telephone 
receiver between the junctions of P and 
and of M and A^, the latter junction 
may be brought to ground potential. 
Stratton* has discussed the use of the 
Wagner ground at considerable length 
and shows that the various ground capac- 
itances, whether distributed or lumped, 

* J. A. Stratton, “A High-Frcqucncy Bridge,’* 
Journal of the Optical Society^ XIII, October, 
1926, 481. 
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Figure 2. Wiring diagram for Tvpe 216 Capacity 
Bridge 


are equivalent to a resistance anti 
capacitance, either in series or parallel, 
connected between each generator ter¬ 
minal and ground. These equivalent 
impedances may then be made to have 
the same ratio as the bridge arms M 
and N by a proper adjustment of the 
Wagner ground, h’or a complete ad¬ 
justment, two variable condensers 
(shown dotted in b'igure 3) must be 
connected in parallel with the ground 
resistance P^.. I'he two condensers 
may be matle into one unit by rotating 
a single semicircular rotor between two 
insulated semicircular stators placed 
opposite each other. The values of the 
bridge arms are slightly altered if they 
have a distributed ground capacitance, 
but this is a second order effect. It 
may be eliminated by making the arms 
symmetrical, for the bridge equations 
are unaltered if M and N are equal 
impedances. Thus the Wagner ground 
minimizes the effect of fixed ground 
capacitances. It does not eliminate the 
effect of variable ground capacitances 
line to the change of position of the 
observer, the effect of mutual capaci¬ 
tances, and the effect of various volt¬ 
ages induced electrostatically or mag¬ 
netically from outside fields. These 
effects may be reduced only by 
.shielding. 


In the Type 216 Capacity Bridge, 
this consists of a metallic grounded 
shield placed around the component 
parts of the bridge. I'he two equal arms 
need not be separately shielded if well 
spaced and kept symmetrical. 'Fhe con¬ 
densers being compared must be com¬ 
pletely shielded and connected with 
their shielded terminals next to the 
detector. A condenser is of no value 
as a standard of capacitance unless 
this capacitance is independent of 
its position with respect to ground. 
Thus the use of the Wagner ground and 
the use of shielding are complementary 
and the one cannot easily supplant the 
other. 'Fhe Wagner ground must be 
accompanied by moderate shielding of 
the bridge to eliminate induced volt¬ 
ages and body capacitance of the ob¬ 
server. On the other hand, the Wagner 
ground can be dispensed with if the 
bridge is shielded from the generating 
source and the balance detector by 
transformers whose primary and sec¬ 
ondary windings are shielded by a 
grounded metallic sheath placed be¬ 
tween them. If the bridge have equal 
ratio arms the center of the primary 
may also be groumled, and both pri¬ 
mary and secondary made symmetrical 
with respect to the groundeil iron core. 
If this shielding were perfect so that 



Figure 3. Wagner ground applied to an equal- 
arm bridge. When adjusting the Wagner ground 
one terminal of the telephone receivers is moved 
from point a to point h 
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there was no capacitance between pri¬ 
mary and secondary, it would be 
necessary to shield only one trans¬ 
former, but it is easier in practice to use 
less care and shield both. It is still 
essential, however, that the trans¬ 
former and bridge be absolutely sym¬ 
metrical, for otherwise the simple 
bridge equations cannot hold. 

'I'here are three possible ways of 
correctly comparing two condensers on 
a bridge thus shielded, even when the 
transformer and bridge are not sym¬ 
metrical anti the shielding of the inpur 
and output transformers is not per¬ 
fect. First, a Wagner ground may be 
added across the secondary ol the input 
transformer. Second, the condensers 
under comparison may be transposed. 
1'his method to a Hrst approximation 
eliminates the value ot the ratio arms 
M and and gives as the value of the 
unknown capacitance the geometric 
mean of the two settings of the known 
capacitance. These values wnll be so 
nearly equal that their arithmetic 
mean may l)e used instead. 



am! + (3) 


Third, a substitution method may be 
used. In it.s simplest form the condens¬ 
ers under comparison are in turn con¬ 
nected in one arm of the bridge, while 
in the adjacent arm is placed a balanc¬ 
ing condenser of equal capacitance 
which need not be calibrated. Fhe 
bridge is balanced by adjusting the 
balancing condenser with the unknown 
in circuit, and by adjusting the known 
condenser with the knowm in cir¬ 
cuit. 'Khis method is liable to error 
because of the use of two different 
means of balancing the bridge and 
because, if the condensers compared are 
dissimilar, their different capacitances 
to ground will affect the result unless 
both are perfectly shielded. 

A mcxlihcation of this method, which 
eliminates these difficulties and has at 


the same time an important advantage, 
consists in alw’ays keeping the know-n 
variable condenser in circuit. First the 
bridge is balanceil with the two con¬ 
densers, known and unknown, in 
parallel. Then the unknow'ii conden.ser 
is disconnected on its unshieldetl side 
and the know^n conden.ser increa.sed to 
produce balance again. 'I'he change in 
capacitance of the know n condenser for 
the two positions of balance is the 
capacitance of the unknown condenser. 

C,=C/-C., (4) 

where C, is the capacitance of the 
known or standard condenser for the 
first balance when the unknown con¬ 
denser is in circuit ami C/ is its capaci¬ 
tance when the unknown contienser is 
out of circuit. I'he rvpR 222 Precision 
Condenser is suitable for use as the 
known or standard condenser. Any 
Type 246 Condenser or the Type 239-J 
Condenser may be used as the balanc¬ 
ing condenser. With this equipment, 
condensers of less than 1500 mmf. ca¬ 
pacitance may be measured to within 



I mmf., using the calibration chart 
provided with the Type 222 Precision 
Condenser. 

.Any air condenser is equivalent to 
tw'o condensers in parallel: the one, a 
perfect variable air condenser having 
no energy losses; the other a fixed con¬ 
denser (due to the solid dielectric) 
having all the energy losses. Since a 
condenser having an energy lo.ss is 
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equivalent to a perfect condenser in 
series with pure resistance, an air con¬ 
denser having capacitance C and re¬ 
sistance R (1^'igure 4a) may be repre¬ 
sented as in Figure 4b, where Co and 
Ro are the capacitance and resistance of 
the solid dielectric condenser respec¬ 
tively and C' is the capacitance of the 
variable air condenser. Burke has 
shown that 

A^wC-=/?owC„ and C=Cu-f C' 

provided that the power factor of C is 
negligible, i.e.; 

AywCo < < I. 

I f the capacitance of the solid dielectric 
condenser does not change with the set¬ 
ting of the air condenser,! the quantity 
Ru}C^ is constant at any fixed frequency 
because Ro and Cq are constant. For 
different frequencies the quantity 
Rfp)Co which is the power factor of the 
solid dielectric, is approximately con¬ 
stant for good dielectrics, such as 
isolantite, porcelain, or hard rubber.^ 
For such materials R(^Cq is of the 
order of 0.005, whose square is negligible 
compared to unity. Hence the quantity 
Ro)C^ is a constant, characteristic of the 
air condenser. For the Type 222 Pre¬ 
cision Condenser its value is approxi¬ 
mately 0.06 X 10-^ when R is in ohms, 
u) in radians per second, and C in farads. 

In all the methods of comparing con- 

* C. T. Burke, "Substitution Method for the 
Determination of Resistance of Inductors and 
Capacitors at Radio Frequencies," Transactions 
of A. 1 . E. £., XI.VI, May, 1927, 483. Sec also 
Appendix I. 

t This can be brought about by so building the 
air condenser that the electric held in the solid 
dielectric supports is independent of the con¬ 
denser setting. The General Radio Tvpe 222, 
Tvpe 246, andTvPE 239 Condensers meet this 
requirement. 

t An excellent discussion of the relation be¬ 
tween the resistance and power factor of con- 
ilcnscrs is found in "Radio Instruments and 
Measurements," Circular of the Bureau of 
Standards No. (ist cd., 1918, or 2nd ed., 
1924) pp. 122 to 129. (Government Printing 
Office, Washington, D. C.) 


densers previously discussed, except the 
last, it was found that the resistance of 
the standard condenser must be knowm 
in order that the resistance of the un¬ 
known condenser might be determined. 
In the modified substitution method 
last described it is only necessary to 
know the law of variation of the re¬ 
sistance of the standard condenser with 
setting. This is due to the fact that this 
condenser is kept in circuit during both 



measurements. It may be shown* that 
the resistance of the unknown con¬ 
denser is given by 

R, = {R'-Kyf. ( 6 ) 

where C, is the capacitance of the un¬ 
known condenser obtained from equa¬ 
tion (4); C/2 is the total capacity in that 
arm of the bridge; and R' — R is the 
change in resistance of the added 
resistor R of Figure 2, always taken as 
positive. If for these tw'o settings the 
added resistor is transferred from one 
arm to the other, the sum of its reading 
rather than their difference must be 
taken. 

There are two points at which a 
shielded bridge may be grounded to the 
shield, the junction of the ratio arms 
and the junction of the shielded sides of 
the two condensers. If it were not 
necessary to introduce a resistance 
between the two condensers to obtain 
the resistance balance, the junction 

♦ .Appendix II. 
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of the ratio arms would be the better 
point at which to place the ground, 
because then the capacitances to 
ground of the input transformer and 
bridge arms are placed in parallel with 
the ratio arms. But the ground capaci¬ 
tance of the condenser, in scries with 
which the added resistance is placed, is 
a shunt across both the added resis¬ 
tance and the detector and turns the 
bridge into a triple network as shown in 
Figure 5. It may be shown* that while 
the effect on the capacitance is negligi¬ 
ble, the true resistance is given by 

(7) 

1'hus for a given ground capacitance 
Cgy the resistance R, as calculated by 
the simple formula, equation (6), is 
always less than the true resistance and 
approaches it as the total capacitance 
C is increased. Its true value may be 
approximated by taking a set of ob¬ 
servations for different values of total 
capacitance C and plotting the resist¬ 
ance as calculated from equation (6) 
against the reciprocal of the total 
capacitance. 'Fhe intercept of this curve 
on the axi.s of resistance, where total 
capacitance is infinite, is the true 
resistance. 'Fhe error introduced by 
this effect is greatest when the bridge 
aJid condensers are placed on a 
grounded table, and may easily amount 
to 50 per cent, for small values of the 
total capacitance. 

When the ground is placed at the 
junction of the added resistance and 
the shielded side of one of the con¬ 
densers, this correction is eliminated 
and the true resistance of the unknown 
condenser is given by equation (6). The 
ground capacitance of the condenser, in 
series with which the added resistance 
is placed, is a shunt across the added 

^ Credit for the original derivation of this case 
shouJd be given to Mr. R. P. Siskind of the 
Department of Electrical Engineering, Il.irvaril 
University. 


resistance only and has a negligible ef¬ 
fect. But the capacitances to ground of 
the input transformer and bridge arms 
are now placed in parallel with the 
balancing and standard condensers, 
and any methods of compearing con¬ 
densers involving a knowledge of the 
total capacitance of either condenser 
arm must be corrected for this added 
capacitance. 

'Fhe value of capeacitance which can 
be measured b\' the modified substitu¬ 
tion method is limited to the range of 
the standard condenser. This is about 
I4CXD mmf. for the 1'vpe 222 Precision 
Condenser. This limit may be raised in 
the following ways. Consider first the 
calibration of a variable air condenser 
of maximum capacitance greater than, 
but less than twice, this limit. It is 
calibrated in the ordinary manner up'> to 
the limit, using equations (4) and (6). 
Let the largest value of capacitance ami 
the corresponding resistance be Ca and 
R<x respectively. Without changing the 
setting of the unknown condenser it is 
connected in circuit, the standard con¬ 
denser is set at approximately maxi¬ 
mum, the balancing condenser is in¬ 
creased correspiondingly, and the bridge 
is balanced. Now of course the un¬ 
known condenser cannot be discon¬ 
nected and the bridge balanced as 
usual by increasing the standard con¬ 
denser, but the capacitance and resist¬ 
ance necessary for such a balance may 
be calculated from the previous meas¬ 
urement. Let C' and R' be this neces¬ 
sary capacitance and resistance respec¬ 
tively, and let C and R be the observetl 
values of capacitance and added resist¬ 
ance after the capacitance was in¬ 
creased. Then, since for both cases the 
unknown capiacitance and resistance 
are unchanged 

C„ = C'-C anil A’„ = (A' - R)~ 

Ca" 

C * 

orC' = C., 4 -Caiul A' = A„^,+ A’. (S) 
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I'hese new values C' and R' may now 
be used for the remainder of the cali¬ 
bration as the capacitance and added 
resistance respectively, which would 
balance the bridge il the unknown con¬ 
denser were disconnected. For a still 
larger condenser this process may be 
repeated. 

Two condensers each larger than the 
standard variable condenser may be 
compared by this method if the differ¬ 
ence of their capacitances is less than 
the capacitance range of the standard 
condenser. 'I'wo measurements are 
made, one with each condenser con¬ 
nected in parallel with the standard 
condenser. Let Ci and Ri, and Rz be 
the capacitance and resistance respec¬ 
tively of the two condensers, and C, 
and Ry C/ and R* the corresponding 
capacitance of the standard condenser 
and the value of the added resistance 
respectively. It may be shown* that 

C2 = C, + (C.-C/) 

(9) 

c-r Cl" 

The limitation that the difference of the 
capacitances of the two large condens¬ 
ers must be less than the capacitance 
range of the standard condenser may be 
removed by the use of an additional 



condenser of sufficient size to bridge 
this gap, whose capacitance and resist¬ 
ance are known. 1'his method may be 
•Appendix IT. 


applied to the calibration of a set of 
condensers arranged to form a decade 
or a number of decades in terms of one 
of their number or in terms of the 
standard variable condenser. The dec¬ 
ades may consist of ten similar units, 
or of four or more separate units of dif¬ 
ferent values, such as the combinations 
1, 2, 2, 5; I, 2, 3, 4; and I, 2, 3, 6. 

In order to obtain resistance meas¬ 
urements of reasonable accuracy it is 
necessary to observe certain precau¬ 



tions which are perhaps not as impor¬ 
tant for capacitance measurement. Due 
to the small power factor associated 
with the usual condenser, the capaci¬ 
tance balance must be made with 
great accuracy, much greater than that 
to which the standard condenser can be 
read or calibrated, except when very 
large capacitances are being compared. 
For the typical case of a total capaci¬ 
tance of 1000 mmf. the capacitance 
balance must be adjusted to .01 mmf. 
in order that the resistance balance 
may be made to i ohm. To attain this 
sensitivity a potential of at least 50 
volts at a frequency of 1000 cycles 
must be applied to the bridge and a 
two-stage amplifier connected to the 
telephone transformer. The wire to the 
unknowm condenser must remain in 
place and connected to the unshielded 
terminal of the standard condenser 
when the unknown is disconnected, its 
motion must be kept small, and, in 
order to keep its capacitance and 
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dielectric losses small, it should be 
uninsulated. 

Since the resistance of a condenser 
varies inversely as the frequency, the 
frequency of the voltage applied to the 
bridge must be constant within much 
closer limits than are required for 
resistance or inductance measurements. 
The fluctuations of frequency must not 
be great enough to change the resist¬ 
ance balance by i ohm. 'Fhis effect will 
be the greater, the larger the losses in 
the unknown condenser, for then the 
compensating effect of the resistance of 
the balancing condenser will be less. 
The generating source should also be as 
free from harmonics as possible. When 
the bridge is balanced for the funda¬ 
mental, the resistance balance for the 
second harmonic and for all other har¬ 
monics is quite incorrect. Hence any 
harmonics in the source w ill be heard in 
the telephones in proportion to their 
magnitude. Due to their dilTerent pitch 
the trained ear can discriminate against 
them, but it is always easier to eflfect a 
bridge balance when they are small. 

Occasionally, especially when meas¬ 
uring condensers containing poor die¬ 
lectrics, the bridge balances, both ca¬ 
pacitance and resistance, will appear to 
drift with time. 'Fhis may be due to a 
frequency shift, but it is more likely 
due to an increasing temperature of the 
dielectric produced by its own energy 
losses. The temperature coefficient of 
resistance of solid dielectrics is large 
and for accurate measurements some 
sort of temperature control is necessary. 

Appendix I 

The general law for n condensers in 
parallel may be easily derived from a 
consideration of the energ)' relations 
involved. I'he power loss in a condenser 
is 

IV^PR. 

For the ordinary negligibility relation, 
namely R'« 


/ = 




whence the loss in watts per squared 
volt is 


— = Ro,-C"-. 


Since power is additive, 

W 

E- 

1 


or 


(lo) 

and 




R-—n - 

\ 

(") 


Appendix II 



In the modified substituti(»n method 
of comparing two condensers the two 
arrangements shown in Figure 6 must 
have identical impedances when the 
bridge is balanced for both. In (a) the 
unknown condenser is in circuit, in (b) 
it is disconnected. Constants of the 
standard condenser are indicated by 
subscript s and the added resistance is 
R. Primed letters indicate the second 
balance, w'hen the unknown is discon¬ 
nected. For identical impedances. 


C.-hC-C/ 

(la) 

O) (C,-f C,)* 


Now, from the law of the air condenser 
(Kquation 5) 

R^C‘ = 

= (ij) 

Cx 

In the comparison of two large con¬ 
densers by the modified substitution 
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method, the two arrangements shown 
in Figure 7 must have identical im¬ 
pedances. 

C,-|- Gi = C*' -f" G2 


a,(C.+ C,)* 


(14) 


From the law of the air condenser 
(Equation 5) 

R^C.^ = R/o)C,'^ 

C2-Ci+(C-C/) 

/?. = /?.g+ iR - R ') ('5) 


Miscellany 

The Editor 


I N spite of our promise to include in 
this issue a description of General 
Radio quartz plates, we are deferring 
it until the February issue so that we 
may publish in full Mr. Field’s dis¬ 
cussion of capacitance and condenser 
loss measurements. We feel that the 
subject is of general enough interest 
to justify this change in our plans. 

4 t 4 c # 

The Type 216 Capacity Bridge de¬ 
scribed by Mr. Field in this issue is 
now being manufactured with the 
ground connection made to the junc¬ 
tion of the shielded sides of the two 
condensers. Those who have bridges 
in which the connection is made to the 


junction of the ratio arms may make 
the change themselves or have it done 
by the General Radio Company for 
?<;.oo. 

♦ 4 c ♦ ♦ 

The price of the Type 481 Polar 
Relay described in the Experimenter 
for February, 1929 has been reduced 
from ?30.00 to $25.00. The code word 
is NOMAD. 

CONTRIBUrORS 

A brief biographical sketch of Rob¬ 
ert F. Field, the author of “An 
Equal-Arm Capacitance Bridge,” ap¬ 
peared in the Miscellany column of the 
Experimenter' for last October. 
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